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A pulsed glow discharge, rather than a conventional constant dc voltage discharge, is used 
as an ion source for a quadrupole mass spectrometer. Both sputter yield and ion signal are 
enhanced by using the pulsed system because of an increase in the voltage necessary to 
maintain a constant average current at the cathode over the pulse period. Irregularities are 
seen in the pulse spectrum that appear as rapid surges in the ion signal for both sputtered 
and contaminant gas species. These peaks appear at the beginning of the pulse for gaseous 
species but are limited to the postpulse period for sputtered species. Differences in the signal 
forms allow for the discrimination against selected types of ion signals by using narrow data 
collection gates placed over different portions of the pulse period. (J Am Soc Mass Spectrom 
1990, 1, 138-143) 
G 
low discharge mass spectrometry (GDMS) is 
finding increasing popularity for the elemen- 
tal analysis of solids. Its advantages include 
detection limits of parts per billion, minimal matrix ef- 
fects, stable ion signals, simple sample preparation, 
and isotopic information. The glow discharge is nor- 
mally formed by a dc discharge in a low-pressure ar- 
gon environment. Ionized argon ions are accelerated 
onto the sample cathode, which sputters off analyte 
atoms that are subsequently ionized in the plasma by 
electron ionization (EI) or Penning ionization steps [1]. 
The intensity of the ion signal is normally propor- 
tional to the sputtered atom density [2]. An increase 
in the sputter yield can be effected by raising the dis- 
charge voltage, thereby increasing the average nergy 
of the bombarding ions. Higher voltage discharges 
should result in larger ion signals and enhanced etec- 
tion limits. In the abnormal glow discharge [3], how- 
ever, the voltage is tied to the current, and both in- 
crease together at constant pressure. Operation in the 
dc mode at high voltages can lead to overheating of 
the cathodes, unwanted thermal emissions, and un- 
stable discharges. Cooling of the sample is one op- 
tion to alleviate the heating problem, but water cool- 
ing systems introduce additional problems in vacuum 
environments and, in any case, are not very efficient 
for cooling the pin-shaped sample electrodes normally 
used in GDMS. 
Pulsing the glow discharge permits operation at 
higher discharge voltages compared to the comparable 
dc mode at the same average current. If the average 
current density in a pulsed glow discharge is main- 
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tained constant and the duty cycle of the pulse period 
is reduced, then the voltage at the cathode must be 
higher to maintain the current. Cathodic heating en- 
erated during the "on" portion of the duty cycle tends 
to dissipate during the "off" portion. Variation of the 
duty cycle allows the analyst o adjust discharge volt- 
age, sputter yield, and ion signal, within power supply 
constraints. 
Pulsed hollow cathode lamps showed emission in- 
tensity increases of several hundredfold [4] with no in- 
crease in line width. Similar sources are used in atomic 
fluorescence [5, 6]. Time-resolved emission line pro- 
files were examined in pulsed hollow cathode lamps 
[7]. The effect noted in emission signals led us to in- 
vestigate the possibility that similar advantages might 
be observed in elemental ion intensities. 
This study concerns the use of a pulsed glow dis- 
charge ion source in GDMS and compares its oper- 
ation with the conventional dc approach. During the 
course of our investigations, certain time-dependent 
anomalies were observed in the ion signal. These time- 
resolved ion variations at different segments of the 
pulse are described, including a potentially advanta- 
geous increase in analytical signal immediately after 
cessation of the pulse. A method is reported that uti- 
lizes the time-dependent ion signals to discriminate 
against various interference species in the glow dis- 
charge. 
Experimental 
The mass spectrometer system used in these exper- 
iments is described elsewhere [8]. The peripheral 
equipment driving the discharge and the timing of the 
data collection system are described here. 
Control of the plasma nd the data collection system 
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Figure 1. Block diagram of the compo- 
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centers around a Hewlett-Packard 8003A pulse gener- 
ator (see Figure 1). The square-wave generator allows 
the operator to control the pulse signal amplitude, fre- 
quency, and duty cycle. This variable pulse signal is 
used to drive a Kepco OPS3500 operational power sup- 
ply that can closely follow the pulse signal waveform. 
The pulse generator also provides a 5-V pulse syn- 
chronized with the low-to-high portion of the con- 
trolling square-wave signal. This timing signal is led 
into a pulse delay box and is then passed to a signal 
processor (Princeton Applied Research Model 1112). 
Ion signals from the mass spectrometer a e collected 
through data gates that are opened by the synchro- 
nization pulse; the duration of these gates is controlled 
by the signal processor. By using these gates, a data 
acquisition window from 1 x 10 -6 S up to the entire 
pulse period is possible. The data acquisition window 
can be positioned over any portion of the pulse cycle 
by delaying the arrival of the synchronization pulse 
relative to the application of the high voltage. 
Voltage and current o the discharge are monitored 
by D'Arsonval deflection meters. The pulse voltage 
and current as indicated by the meters are values av- 
eraged out over the period of the on/off cycle of the 
pulse. Hence a reading of 2 mA on the current meter 
at a 50% duty cycle corresponds to 4 mA current ar- 
riving at the cathode during the "on" portion of the 
duty cycle. To maintain an average current of 2 mA 
at a 25% duty cycle, the "on" current must be 8 mA, 
with a corresponding increase in the voltage. 
Samples were prepared from SRM 1200 series low 
alloy steel, SRM Cl100 series brass, and high purity 
copper (Alfa). Specimens were cut into pins 2 mm 
in diameter with 5 mm exposed to the discharge. 
Each pin was polished with 5 am alumina and then 
rinsed with solvent. Special precautions were taken 
with specimens used in weight loss studies. These pins 
were 1.59 mm in diameter, and their surfaces were fin- 
ished by using the automatic arriage feed of a preci- 
sion metal lathe without cutting oils. The pins were 
cleaned in an ultrasonic bath with soapy water fol- 
lowed sequentially by distilled water, ethanol, and fi- 
nally acetone. A Sartorius microanalytical balance (sen- 
sitive to 1/~g) was used for specimen weighing after 
each sputter period. The discharge gas in all experi- 
ments was reagent grade argon. 
Results and Discussion 
The efficacy of a pulsed glow discharge as an ion 
source can be explored in several ways. An enhanced 
pulse effect should manifest i self in a larger sputtered 
atom population, complementary to a larger ion sig- 
nal. Sputter yield has been shown to increase with ion 
energy up to the low kilovolt region [9]. The average 
ion energies in a glow discharge are much lower than 
the power supply discharge voltage owing to charge- 
exchange reactions occurring in the dark space [10]. 
Average energies may be about 25-30% of the applied 
voltage, leading to 200-400-eV sputter ions for our typ- 
ical dc discharge. In the pulsed mode, the significant 
voltage increase during the "on" cycle should create a 
larger sputter yield of target atoms. 
To determine the extent to which a pulsed dis- 
charge may sputter more material than a dc discharge, 
a weight loss comparison was performed. The pulsed 
discharge was operated at 50 Hz with a 50% duty cy- 
cle. Both the dc and pulse discharges were maintained 
at 1.0 torr argon with an average current of I mA. Gen- 
erally, at a 50% duty cycle, the applied voltage for a 
pulsed discharge must be increased to 40-60% above 
the dc applied voltage to maintain a consfant average 
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Figure 2. Comparison of the weight loss for a copper pin by 
using dc and pulsed glow discharges. 
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Figure 4. Ion signal dependence for a pulsed versus dc argon 
glow discharge at 1.0 torr. Sample was an SRM Cl101 brass pin. 
current. Figure 2 shows the weight loss for a copper 
pin at intervals over an accumulated time of 2 h. The 
difference in the pulsed and dc modes, although not 
dramatic, is clearly evident. In general, an enhance- 
ment of about 10-15% is noted, an effect somewhat 
lower than the 40-45% enhancement from the sputter 
yield data shown in Figure 3 (adapted from Chapman 
[11]). It may be that the higher ion energies present in 
the pulsed discharge affect he observed sputter yield 
nearer the portion of the curve that has a smaller slope. 
The sputter yields in Figure 3, obtained under higher 
vacuum conditions, are not directly comparable with 
our glow discharges, but the qualitative trend is sim- 
ilar. Pulse frequencies of 20, 60, and 100 Hz at 50% 
duty cycles were investigated, and comparable differ- 
ences in weight loss were observed in each case. 
A comparison of the ion signals obtained from the 
pulsed and dc sources is shown in Figure 4. Average 
pulse discharge currents were compared to the same 
value of dc current. Compared to the sputter yield 
enhancement, ..the ion signal increase is much larger, 
by about a factor of 2. The factors affecting ionization 
are much more numerous and complex than those for 
the simpler sputter ablation step. For example, during 
the "on" cycle, the higher voltage and higher current 
pulse create a plasma configuration that may more ef- 
ficiently ionize analyte species. 
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Figure 3. Sputter yields for copper and iron at various ion ener- 
gies, as adapted from Chapman [11]. 
Pulse Patterns 
During investigation of the effect of the pulse dis- 
charge, several anomalies were observed in the peak 
shapes of the gas and sputtered species. Instead of the 
anticipated square-wave pattern, reproducible peaks 
were observed at the beginning or end of the pulse, 
depending on the species under consideration. Fig- 
ure 5 shows oscilloscope traces for the duration of 
one pulse cycle, along with the response of the power 
supply as measured at the cathode. The sudden in- 
crease in the sputtered species ignal after termination 
of the pulse to form an "afterpeak" or "postpulse" 
(Figure 5b) was found to be typical for sample com- 
ponents, metal dimers, and metal argides. In contrast, 
only gaseous impurities how a "prepeak" (Figure 5c), 
a sudden rise in ion signal when the discharge is first 
turned on, followed by decay to a plateau value for the 
duration of the "on" duty cycle. A brief induction pe- 
riod of about 0.7 ms is observed in Figure 5b before the 
appearance of ions arising from sputtered atoms. Fol- 
lowing each pulse, the surface of the cathode reequi- 
librates with the gaseous environment. Reinitiation of 
the next pulse results in a stripping away of these sur- 
face layers by sputtering before the sample atoms be- 
gin to appear. For example, residual water vapor may 
cause oxide layers to form on the hot surface between 
pulses. The afterpeak appears about 0.15 ms after the 
high voltage terminates and is sustained for the next 
2-3 ms before decaying to the baseline. Figure 5c il- 
lustrates the rapid rise of the prepeak (within 0.5 ms), 
followed by a slow decay lasting about 2 ms before the 
plateau ion value is reached. 
Effect of Duty Cycle 
The intensity of the afterpeak varies with the applied 
voltage. If, at a fixed frequency, the duty cycle is re- 
duced (e.g., from 50% to 25%), the peak voltage and 
current must be increased to achieve the same num- 
ber of ions arriving at the cathode surface during the 
pulse period. Figure 6 shows the effect on the rela- 
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Figure 5. Single mass traces over the pulse period, 1000 V 
discharge at 50 Hz and 50% duty cycle. (a) Response of the 
power supply at the cathode, (b) typical sputtered species ig- 
nal (54Fe+), (c) typical gas species ignal (H30+). See text for 
explanation. 
tive afterpeak signal intensity as the duty cycle is var- 
ied from 25% to 75%. The higher voltages required to 
maintain the constant current at the shorter duty cycles 
yield higher afterpeaks, a factor that suggests certain 
analytical advantages. Argon metastable atoms, which 
are responsible for a significant port ion of the ioniza- 
tion in the discharge [12, 13], may also play a role in 
the formation of the sputtered species afterpeak. In 
a steady-state condition, as in the dc discharge, the 
rnetastable populat ion is a balance of formation pro- 
cesses (collisions of argon atoms with secondary and 
thermal electrons conforming to a Boltzmann distri- 
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2mA CONSTANT CURRENT 
25% 
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t ime~ 
Figure 6. The effect of duty cycle on the size of the 
afterpeak. Applied voltage for 25%, 1800 V; 50%, 
1075 V; 75%, 850 V. 
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Figure 7. Time-resolved study over a 50% pulse duty cycle with 
a 0.3-ms data gate and a pulse frequency of 50 Hz. Indicated with 
each spectrum is the delay time at which the data gate opened 
after the start of the pulse. All spectra are normalized to the 
highest peak. From (b) to (f) there is an eightfold increase in the 
56Fe+ intensity. 
bution) and destruction processes (collisions with fast 
electrons, neutral atoms, other metastable species, and 
the vessel wall) [14]. Secondary electron emission from 
the cathode replenishes electrons lost in the plasma 
collisions and maintains the average lectron temper- 
ature. When the applied potential is shut off and the 
electric field collapses, the sample surface is no longer 
bombarded by argon ions, so the source of secondary 
electrons is eliminated. Energetic electrons till in the 
glow region begin to lose their kinetic energy through 
collisions. As the average electron temperature de- 
creases, more electrons can combine with positive ar- 
gon ions to produce excited argon atoms, which are 
trapped in the metastable state or decay to ground- 
state atoms. The sudden increase in the metastable 
population could cause Penning ionization of the neu- 
tral sputtered species that are still randomly moving in 
the discharge space (or associatively ionize the neutral 
particles to form metal argides). Phelps and Molnar 
[15] discuss the repopulation of argon metastable par- 
ticles in the dark space region of their spark discharge. 
Kartazaev et al. [16] observed similar phenomena in a 
helium spark discharge. We believe that the metastable 
formation plays a significant role in the afterpeak for- 
mation of the pulsed glow discharge. 
Time Resolution Studies 
The time-dependent phenomena evident in Figure 5 
led us to explore more fully the ion profiles of the 
pulsed glow discharge mass spectrum by carefully 
placing a narrow data gate over different portions of 
the pulsed period. The profile of a 50-Hz, 50% duty 
cycle pulsed discharge is illustrated in Figure 7. Each 
spectrum presents information collected through a0.3- 
ms data gate. The opening of the gate was delayed to 
enable sampling of different portions of the pulse pe- 
riod. Figure 7a indicates that as the discharge begins 
to come on, only argon and contaminant gas species 
(which are ionized by EI) can be seen in the mass spec- 
trum. After approximately 1 ms, the sputtered signals 
are detected, but the gas species still dominate the 
mass spectrum. It is not until the ion signals reach their 
plateau values (usually around 3-4 ms after the start 
of the pulse period) that an equilibrium is reached in 
the spectrum. In fact, a spectrum taken in the plateau 
region of the pulse period closely resembles a dc spec- 
trum obtained at approximately the same voltage. At 
50 Hz and a 50% duty cycle, the discharge is "on" for 
only 10 ms. Figure 7e indicates that as the discharge 
begins to shut off, the gas species rapidly disappear, 
and the sputtered species ignals become the sole fea- 
ture of the mass spectrum. Because the mass spectrum 
would ideally be composed only of sample ions, data 
gates set over the afterpeak yield a cleaner analytical 
response. 
Spectral Discrimination 
An ability to separate the ion contribution of the back- 
ground discharge gases from that of the sputtered 
species would be of great value, given the fact that 
spectral interferences arising from the gas components 
can cause serious problems in GDMS. Because the gas 
and sputtered species behave differently over the pulse 
period, our interest was to discriminate against one 
or the other by careful placement of the data acquisi- 
tion window. One region that is particularly affected 
by gaseous interferences i  the vicinity of the silicon 
isotopes, where such prominent species as COH + and 
N2H + are troublesome. Figure 8a shows a dc spectrum 
of an SRM 1261 pin that clearly demonstrates how the 
interfering as ions can obscure the ion signal from the 
sputtered sample components. In contrast, Figure 8b 
was acquired through a narrow data gate placed in the 
region shortly after the crest of the sputtered afterpeak 
and beyond the point where the gaseous ion signals 
had decayed. The use of the gated pulse method re- 
sults in an isotope ratio for the silicon that is within 
1% of accePted values. 
The use of the pulsed glow discharge as a tool to 
discriminate against interfering species is just one ap- 
plication of this method. Studies are currently under 
way to analyze in depth the mechanisms that influ- 
ence formation of both the prepeak and afterpeak. 
J Am Soc Mass Spectrom 1990, 1, 138-143 PULSED GLOW DISCHARGE 143 
ilZl 
--I_ 
Z 
O 
m (/)_ 
iii 
> 
ILl 
n"  
a 
l ' I 
29(COH +) 
(N2 H+) 
DC 
I ' I ' I ' I 
Z -  
UJ 
U.I := 
LU 
n"  
b 
27AI + 
GATED PULSE 
I 28Si+ 
/ /~' 29Si + 
_,) ,~, t~-~, ~-.p 
' I T -T"  ' I ' t 
Figure 8. Mass spectra of an SRM 1261 pin. (a) A typical dc spec- 
trum; (b) gated to allow only the ion signal from the afterpeak 
region to be sampled. Both spectra were obtained from a 3-mA 
average current discharge at a pressure of 1.3 torr of argon. 
This includes the use of different waveforms (saw- 
tooth waves, triangle waves, etc.), s imultaneous use 
of multiple discharges, and spectroscopic analysis 
of metastable populat ions in the negative glow re- 
gion. Understanding t ime-dependent  properties of the 
pulsed discharge will lead to a better grasp of the fun- 
damental  factors that control glow discharge plasmas. 
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